Abstract

Background

Based on prior reports of magnets treating pain, our goal was to determine if a concentric rare-earth alternating-pole magnet reduced period pain versus a sham-magnet.

Methods

Participants were females (N=36, 18 to 35 years) who regularly experienced menstrual period pain ≥ six on the Numeric Pain Rating Scale (NPRS) of 0-10. Subjects were excluded if they took pain medication on the study day or had implanted pacemakers/metallic device or secondary dysmenorrhea. Participants were randomized to wear a concentric neodymium-iron boron active-magnet (surface-field of 0.4 Tesla) or a sham magnet. The participant and investigator applying the device were blinded to the device used. The device was placed at the abdominal location of the reported greatest pain for 40-minutes. Pain scores were reported prior to device wearing and afterwards. Participants with post-treatment NPRS ratings reduced by ≥35% from their pretreatment pain ratings were scored as having reduced pain; reductions < 35% were scored as no meaningful pain change. The threshold of 35% was chosen based on a survey of 10 women as to the level of pain reduction they viewed as meaningful to them. Of the 36 women in this pilot study, 19 wore a magnet and 17 wore a sham-magnet. Analyses were based on Chi square and Mann-Whitney statistical tests.

Results

Pre-treatment pain scores (mean ± SD) were similar for both groups. Magnet-vs-sham scores were respectively 7.16 ± 0.85 vs. 6.94 ± 1.20 (p=0.330). Post-treatment scores for magnet treated subjects (4.16 ± 2.20) were significantly less (p=0.027) than for sham treated (5.53 ± 1.50). Of the 19 who wore a magnet, 11 experienced meaningful pain-reduction and eight did not. Of the 17 who wore a sham, three experienced meaningful pain-reduction and 14 did not.
Magnet and sham wearing responses were statistically significant via chi square analysis (Chi-Square=6.12, p=0.013). Percentage reduction in pain score was 41.8% ± 31.1% for magnet-treated vs. 20.8% ± 16.1%, for sham-treated (p<0.05).

Conclusions
Results suggest that short-term wearing of the magnet herein investigated, produces meaningful period-pain reduction in some women. Thus, further expanded research seems warranted to determine if longer wearing times result in even greater pain reductions.

Introduction
The purpose of this study was to evaluate the potential effectiveness of a static magnetic field (SMF) of a concentric rare-earth alternating pole magnet to reduce dysmenorrhea (menstrual or period pain). The motivation for this investigation derives from prior work that reported various forms of magnetic field therapy reduce or eliminate pain in a number of conditions [1-4]. These prior studies used SMF of magnets of various designs and material including multipolar designs [5]. Successful pain related outcomes of SMF therapy have been reported for trigeminal pain [6], fibromyalgia [7], pain associated with oral procedures [2], post-polio pain [4], neuropathic pain [8], chronic pelvic pain in women [1] and musculoskeletal pain [9]. However, it is unknown if such magnetic therapy may have a beneficial effect in treating period pain. As a first step in investigating this possibility, with an eye toward further research in this area, the present randomized parallel group study was undertaken.

Mechanisms by which SMF might be involved in ameliorating pain are unclear but various hypotheses have been put forward [10]. These include magnetic field related changes in blood flow variously reported to increase [11], decrease [12] or remain unchanged [13]. It has also been reported that pain reductions are linked to factors that affect inflammatory processes [1]. Others suggest alterations in pain thresholds are involved [9].

Although there is some disagreement whether static magnetic fields can consistently mitigate pain, one study that focused on treating women with chronic pelvic pain appeared to result in significant pain reduction [1]. These workers used magnets that had a concentric bipolar configuration and reported that subjects who wore them for four weeks noted a reduction in chronic pelvic pain. Additionally, a pilot study investigated the effectiveness of a static magnet in relieving dysmenorrhea and was shown to cause pain reduction [14]. In part motivated by these prior reports, the present effort was undertaken to investigate the potential for SMF related reduction of dysmenorrhea in young women. The underlying hypothesis to be tested is that women treated with an active multipolar magnet of a specific design would experience a greater pain reduction than women treated with a sham-magnet.

Part of this research was submitted as an abstract to the Consortium for Excellence in Medical Education and was published in their abstract book in April 2020.

Materials & Methods

Subjects
This randomized, parallel design pilot study adheres to CONSORT guidelines. It was approved by the Nova Southeastern University Institutional Review Board as protocol 2018-614-NSU and registered with ClinicalTrials.gov with registration number NCT04539691 (retrospective registration). It was conducted starting in February 2019 and concluded in February 2020.

Female subjects (N = 36) within the age range of 18 to 35 were included in this study. Recruitment was done by posting Institutional Review Board approved fliers around Nova Southeastern University campus with a phone number to contact one of the investigators. Women were accepted for participation if they reported that they experienced regular periods with pain of at least a six on numeric scale of 0-10 scale, with 0 signifying no pain and 10 signifying the worst possible pain. They were excluded from participation if any of the following were true: they had a pacemaker, implanted wires or other metallic devices, they had secondary dysmenorrhea, including endometriosis, fibroids, or pelvic inflammatory disease, or they took pain relief medications the day of the study visit. After investigators explained the study and answered their questions, each eligible volunteer signed an Institutional Review Board approved consent form.

This study was conducted in a double blinded manner. Neither subjects or co-investigators knew whether a magnet or sham was used on each subject. A list of random numbers was
used to identify the magnets and shams. The list was only accessible to the principal investigator who compiled the data provided to him from the co-investigators. It was during the final analysis phase that subjects were classified as having received either active or sham magnets and group comparisons analyzed accordingly.

**Magnet and Sham Devices**

The magnet and sham devices used visually appeared similar and had the same dimensions and weight. Each device was labeled with a unique number (figure 1A) and was provided for use in this research study by Niiomed, Ft. Lauderdale, Florida, USA. The magnet (Neodymium-Iron Boron) had a concentric design (figure 1B) in which two concentric magnets produce a single magnetic array that, according to descriptions, produces a greater magnetic flux per unit volume and can deliver better tissue penetration as compared with other magnet designs. This is stated to be achieved because the concentric design permits adjacent zones of polarity to mutually reinforce the magnetic field of one another resulting in increased intensity at the surface as described and illustrated in US patent # 9943699. The magnet employs a 12.7 mm diameter central element magnetically suspended in the core of a 25.4 mm outer diameter ring magnet, held in position via mutual magnetic attraction. An additional feature of the magnet used in this study relates to the use of a ferromagnetic back plate providing enhanced magnetic field penetration. Since the magnetic flux from the two elements are mutually reinforcing surface field levels of up to 0.4T are achievable which is 50% greater than if the central core were of like polarity. The placement of a device on a subject is illustrated in figure 1C. The magnetic field pattern of the magnet used is shown in figure 2. The fields were measured every mm using the Kanetec Tesla meter, model TM-801EXP, (Kanetec, Bensenville, IL, USA).

![Figure 1: Magnet and sham devices](image)

**Figure 1: Magnet and sham devices**

Magnets and shams look similar and are randomly identified by number. In (A) the device labeled as “103” is the magnet B. In (B) a magnet shown without the covering. In (C) is shown an example of placement of a device on a subject.
Procedures
A CONSORT type flowchart showing an outline of the overall study procedures is shown in figure 3. An experimental session was initiated when a subject experiencing menstrual pain called or texted a co-investigator. A meeting time/place was arranged at a time when the subject was feeling menstrual-related pain perceived as at least 6/10. This was communicated to one of the co-investigators via a text or phone message. At the meeting the co-investigator verified the pain level once again. The subject was excluded from participation if the subject reported a pain level at that time that was not at least 6/10. The was true of four of the 40 potential subjects. For those satisfying the inclusion and exclusion criteria, demographic information, pain score and description of the pain was recorded. With the aid of the subject, the site of pain was located as accurately as possible as the subject palpated the area while she was standing. Next, while the subject was standing, the co-investigator placed the magnet or sham device at the location designated by the subject. As noted, neither the subject or the co-investigator had knowledge of whether a sham-magnet or active-magnet was being applied. A large number of devices, each within their own cardboard box, were labeled with numbers on the outside of the box and also on the device itself as illustrated in figure 1. These boxes and number placements were provided to the investigators by device manufacturer along with a coded list. The accuracy of the list with respect to whether it properly identified active magnets and shams was verified by the principal investigator who was not involved in either the recruitment or device placement process. An equal number of active and sham magnets so labeled were available for selection to use. The co-investigator, who was to place the device on the subject, would select one of the boxes at her whim while it was still in the box. This device was then affixed to the subject’s skin via a hypoallergenic adhesive backing. After device placement the subject was excused and able to perform daily activities except for running, exercise and taking pain-relieving medications. The subject was advised to return to the lab at a certain time that represented a device wearing time of 40-minutes. Upon return
she reported her current pain level. The device was removed and the encounter concluded.

Of 36 subjects who participated, 19/36 (52.8%) wore a magnet and 17/36 (47.2%) wore a sham. All were included in the analysis phase.

![Figure 3: CONSORT type flow diagram]

**Analysis**

The primary data consisted of pain scores at two time points; one prior to device exposure and one after 40-minutes of device wearing. Outcomes were determined by chi square analysis of the number of subjects in whom pain was or was not meaningfully reduced. Subjects with pain scores reduced by $\geq 35\%$ were scored as having meaningful pain reductions. Subjects with pain score reductions $< 35\%$ were scored as not having meaningful pain change. The choice of a threshold value of 35% pain reduction as a meaningful reduction was based on a pre-study survey of 10 women as to what minimum pain reduction, they would consider meaningful to them. Choices were, 15%, 25%, 35%, 45%, 50% or 60%. Eight of 10 chose 35%, one chose 25% and one chose 45%. Statistical significance of a difference in meaningful pain reduction as assessed via the chi square analysis was based on an obtained $p$ value $< 0.05$. Group differences in absolute values of pain scores were test using the non-parametric Mann-Whitney test with a statistical significance difference judged on the basis of a $p$-value $< 0.05$.

**Results**

Entry pain levels (mean $\pm$ SD) for the groups were similar, with magnet and sham groups being respectively $7.16 \pm 0.85$ vs. $6.94 \pm 1.20$, ($p = 0.330$). Post-treatment scores for the magnet treated group were reduced to $4.16 \pm 2.20$ and $5.53 \pm 1.50$ for the sham treated group which was significantly less of a pain score reduction ($p = 0.027$). Of the 19 subjects who wore a magnet, 11 experienced meaningful pain reduction according to the specified criterion and eight did not. Of the 17 who wore a sham, three experienced meaningful full pain reduction and 14 did not. The difference between magnet and sham wearing was statistically significant via chi square analysis (Chi-Square = 6.12, $p = 0.013$). Percentage reduction in pain scores was $41.8\% \pm 31.1\%$ for the magnet-treated group compared to $20.8\% \pm 16.1\%$ pain reduction for those sham-treated. This difference was statistically significant ($p = 0.50$) based on the non-parametric Mann-Whitney test.

**Discussion**
The present findings appear to be the first to provide some direct evidence that short-time wearing of a specific magnetic device might be useful to reduce the pain associated with significant menstrual pain. Such period pain has a variable prevalence between 16 and 91% with severe pain being measured in 2 to 29% of women [15]. Menstrual pain is most frequently treated by non-steroidal anti-inflammatory drugs and hormonal therapies [16]. These treatments have variable effectiveness [17] and are associated with side effects including gastrointestinal upset, renal injury and cardiovascular events with NSAIDs and unscheduled bleeding, acne, migraines, weight gain, and mood disorders with hormonal therapies [18]. Although the present results demonstrated that on average more women experienced statistically significant pain reduction when wearing the active magnet some women also experienced similar levels of pain reduction when wearing the sham-magnet. Further, some women who wore the magnet for the 40-minute duration experienced no pain reduction. Thus, it would appear that, as with many forms of therapy, its effectiveness is dependent on other factors that could not be further illuminated with the current study design. It could be argued that one of those factors is the duration of wearing. The selected time interval of 40-minutes of wearing in this study was somewhat arbitrary and chosen in part for logistical reasons and less based on prior SMF pain related data. However, there is a body of literature in which pulsed electromagnetic fields (PEMF) have been used for pain alleviation and many of those protocols utilize a treatment duration between 30-60 minutes [19]. The present duration of treatment (40-minutes) was chosen in part based on this observation. However, it is unclear whether a longer duration would have yielded even more favorable results and remains to be evaluated.

As noted in the introduction, other workers have used SMF to try to reduce pain in a variety of conditions but most of these have utilized longer durations of application. Successful treatment of chronic pelvic pain was reported to occur after 4-weeks of treatment [1]. It has also become reasonably clear that the effectiveness of SMF treatment for pain may depend on the specific underlying condition.

For example, SMF exposure significantly reduced pain perception in a group with temporomandibular disorders, but not in groups with alveolitis or aphtha [2]. Other studies have demonstrated that physiologic effects of the magnet, such as increased blood flow, may not last long after the magnet is removed [11]. Some studies have reported no significant effects of SMF therapy. Examples include osteoporosis-related pain [3], diabetic-related neuropathic pain [20], pain associated with surgical incisions [21], nonspecific foot pain [22], plantar heel pain [23], chronic pelvic pain syndrome [24] and rheumatic pain in patients wearing magnetic bracelets with peak field strengths of about 200mT. It is unclear if these specific negative outcomes relate to fundamental processes or more to the specific commercial devices used [25], the experimentally induced acute pain model that was evaluated [19], the specific condition being treated [26] or to the parameters of the treatment field. It may also be true that SMF therapy is useful in only some conditions for which these were not a part. The present study was double-blind and placebo controlled that focused specifically on dysmenorrhea pain with a consistent SMF intensity over a fixed 40-minute interval yielding positive results with regard to pain reduction. As such, the SMF from this magnet type may be considered a possible alternative to traditional pain management such as drugs in amenorrhea. Current treatment guidelines for dysmenorrhea include non-steroidal anti-inflammatory Drugs (NSAIDs) and hormonal contraceptives [16]. The magnet could be especially useful in women who are unable or unwilling to take medication or as a non-side effect substitute to traditional NSAIDs and contraceptives. The use of NSAIDs is associated with gastrointestinal, renal, and cardiovascular effects [18], and oral contraceptives are associated with numerous side effects such as nausea, fluid retention, vaginal discharge, breakthrough bleeding and venous thromboembolic disease [27], and also numerous contraindications such as drug interactions or history of gynecological cancer [28]. To date, SMF has no known adverse effects and can be a safe alternative to commonly prescribed medications. Unlike the current pharmacological or invasive methods described above, the SMF induces the body’s natural mechanisms of reducing pain instead of using medications, hormones, or implantable devices.

In addition to the typical approaches listed, there are a number of holistic approaches that have been studied to aid in reducing dysmenorrhea. One study completed in 2014 determined that the use of heat, transcutaneous electrical nerve stimulation, and yoga are effective for relief of primary dysmenorrhea [29]. Another clinical trial reports that heat therapy, exercise, and self-delivered acupressure have a significant reduction in pain as well [30]. In future studies, these holistic methods can be combined with the use of a SMF to determine if
combining these methods proves to be the most effective, while limiting side effects.

Because of the holistic component of using SMF, researchers will be enticed to further explore the use of SMF to treat dysmenorrhea or even other visceral pain, and this study provides a framework and background for further research into menstrual pain and its treatment. Future studies could incorporate exercising and other non-pharmacological methods of pain reduction in combination with the magnet to assess effectiveness of pain reduction. Other studies can focus on the effect that the location of the magnet has on the effectiveness of the treatment.

There are several limitations to this study. Although the number of subjects included was not large it was likely sufficient for a pilot study as herein conducted. A specific limitation was that the duration of pain reduction following removal of the device was not assessed. Further, only one duration of magnet wearing time was used and it is unknown if a longer wearing time would result in greater pain reduction. Another potential limitation was that there was sole reliance on the perception of pain reported by the subject. However, this is a standard practice in pain studies. In addition, placebo effects are not likely but cannot be fully ruled out. The subjects were queried as to whether they had touched or otherwise probed the device they were wearing. All replied in the negative. However, they were not under direct observation during their wearing-time.

Conclusions

The results of this study suggest that short-term wearing of a magnet of the design and the field properties investigated may provide adequate relief of period pain in some women. Though the sample size of this study was relatively small, it provides a solid foundation for further research into the benefits of magnetic therapy for dysmenorrhea. Using a similar study design, further research can be conducted with alteration of certain variables. For example, the duration of time for which a participant wears a magnet may be increased to determine if longer use provides greater pain relief. Additionally, the use of magnetic therapy may be combined with traditional treatment modalities, such as non-steroidal anti-inflammatories, to determine if there is an additive effect on pain alleviation. Increasing the sample size for further studies would also provide insight into how effective magnet therapy is in the actual population. If the results of this study hold true, magnetic therapy may become a commonly used alternative to traditional pain management for dysmenorrhea.

References

Rehabil Res Dev. 2016, 53:1023-34. 10.1682/JRRD.2015.04.0061


21. Cepeda MS, Carr DB, Sarquis T, Miranda N, Garcia RJ, Zarate C: Static magnetic therapy does not decrease pain or opioid requirements: a randomized double-blind trial [https://dx.doi.org/10.1213/01.ane.0000230613.25754.08]. Anesth Analg. 2007, 104:290-4. 10.1213/01.ane.0000230613.25754.08


26. Carter R, Aspy CB, Mold J: The effectiveness of magnet therapy for treatment of wrist pain attributed to carpal tunnel syndrome (https://dtwqxt5qsxle7.cloudfront.net/4760177/The_effectiveness_of_magnet_therapy_for_carpal_tunnel_syndrome_for_20160728-20897-tby2oz.pdf?1469737546=&response-content-disposition:inline%3B+filename%3DThe_effectiveness_of_magnet_therapy_for_carpal_tunnel_syndrome.pdf&Expires=1608407954&Signature=hKQy-udw6XNLp5mihzMtcZ4kKoKK83hoBJUqjgnXH"+vkr52SonnVcrsz5epdlSupQ1m~JNOJhXuAV"+Czu8iNeqiPE2QCM8njy1A-phK9"+hBv7aAWADm6-Rgac912vYtE5GOAr4KoN\"ur6FIXSAkrRzhfDeAHvzkJS6ZG4jlyJg-15Xx8W9OdoS0xVnUBMjsKDBQ5YD0jWVHx819e7ZwUrs-UJ5-hmkE7XU5VgGWYY-OP5tosUd3xPJKk4cxWbH81Nxl700Ltm\"+mFLC0oUWbflT3-foxIfcRG0byJhFQimutTfrCgYRENjstmQ_&Key-Pair-Id=APKAJLOFH5GSSLR8V4ZA). J Fam Pract. 2002, 51:38-40.


